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We analyze the effects of the large capaci- 
tances-to-shields existing in all sample 
probes on measurements of the ac quan- 
tized Hall resistance /?h- The object of 
this analysis is to investigate how these ca- 
pacitances affect the observed frequency 
dependence of /?h- Our goal is to see if 
there is some way to eliminate or mini- 
mize this significant frequency dependence, 
and thereby realize an intrinsic ac quan- 
tized Hall resistance standard. Equivalent 
electrical circuits are used in this analy- 
sis, with circuit components consisting of: 
capacitances and leakage resistances to 
the sample probe shields; inductances and 
resistances of the sample probe leads; 
quantized Hall resistances, longitudinal re- 
sistances, and voltage generators within 
the quantum Hall effect device; and multi- 
ple connections to the device. We derive 
exact algebraic equations for the measured 



/?H values expressed in terms of the cir- 
cuit components. Only two circuits (with 
single-series "offset" and quadruple-se- 
ries connections) appear to meet our de- 
sired goals of measuring both /?h and the 
longitudinal resistance R^ in the same cool- 
down for both ac and dc currents with a 
one-standard-deviation uncertainty of 
10"^ /?H or less. These two circuits will 
be further considered in a future paper in 
which the effects of wire-to-wire capaci- 
tances are also included in the analysis. 
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1. Introduction 



Many laboratories are now attempting to employ the 
integer quantum Hall effect (QHE) [1-3] to realize an 
intrinsic ac resistance standard by using ac bridges to 
compare ac quantized Hall resistances Rh with ac refer- 
ence standards. In experiments reported to date [4—9], 
the measured values of the ac quantized Hall resistances 
Rii unfortunately varied with the applied frequency / of 
the current, and differed from the dc value of Rh by at 
least 10"^ Rh at a frequency /of 1592 Hz (where the 
angular frequency (o = 2TTfis 10"^ rad/s). Furthermore, 
some sample probe leads had to be removed at the 
device in order to reduce the frequency dependence to 



this still significant amount. Lead removal creates two 
problems: (1) parasitic impedances within the QHE re- 
sistance standard (which arise from capacitances, induc- 
tances, lead resistances, and leakage resistances) be- 
come more difficult to measure or estimate, making it 
harder to apply corrections to the measured values of 
Rh, and (2) measurements of both Rh and the longitudi- 
nal resistance Rj, can not be made during the same cool- 
down, which has been found to be necessary [10] in 
order to obtain reliable values of Rh with direct (dc) 
currents. 
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Our desired goal at NIST is to measure both Rn and 
the longitudinal resistance R^ in the same cool-down for 
both ac and dc currents with all sample probe leads 
attached, and to do this with a one-standard-deviation 
uncertainty equal to or less than 10"^ Rh in order to 
verify and replace parts of the calculable capacitor chain 
[11] that provides the System International (SI) value of 
Rh at NIST. The one-standard-deviation uncertainty of 
the entire NIST calculable capacitor chain is 2.4 X 10'^ 
Rh- Therefore, we need to achieve uncertainties of 1 0'^ 
Rh or less in the ac Rh measurements. 

Therefore, the frequency dependence of Rh is a seri- 
ous problem that must be addressed. This paper investi- 
gates the effects of the capacitances-to-shield, and the 
series inductances and series resistances of sample 
probe leads on measurements of the ac Rh- It also iden- 
tifies ways to eliminate or minimize the frequency de- 
pendences resulting from these parasitic impedances. 
Most of the capacitances-to-shield arise from the capac- 
itances between the inner and outer conductors of the 
coaxial leads and connectors within the ac quantized 
Hall resistance standard; a smaller amount arises from 
the capacitances between the quantum Hall effect 
device plus sample holder and the surrounding conduct- 
ing surfaces of the sample probe. 



2. Strategy 

We investigate the effects of capacitances-to-shield on 
measurements of Rh by using equivalent electrical cir- 
cuits and multiple connections to the quantum Hall ef- 
fect device. The multiple connections will be defined in 
Sees. 7-9. We derive exact algebraic equations for the 
currents and quantum Hall voltages of the standard. The 
discrete circuit components consist of: (a) capacitances 
and leakage resistances to the shields of the ac quantized 
Hall resistance standard; (b) inductances and series re- 
sistances of the internal and external sample probe leads 
and connectors; and (c) quantized Hall resistances, lon- 
gitudinal resistances, and voltage generators within the 
quantum Hall effect device itself. These circuit compo- 
nents include everything within the standard except 
wire-to-wire capacitances between pairs of the inner 
conductors. Significant wire-to- wire capacitances can 
exist between pairs of conducting surfaces of the quan- 
tum Hall effect device, the sample holder, and the bond- 
ing wires between them. The wire-to-wire capacitances 
may be important, but their inclusion makes the circuit 
analyses extremely difficult, so they are excluded at this 
intermediate stage where we are trying to find viable 
circuit candidates for the final analysis of a complete 
equivalent circuit representation of an ac quantized Hall 
resistance standard. 



We give a brief explanation of the dc quantum Hall 
effect in Sec. 3. Section 4 describes our equivalent elec- 
trical circuit model of an ac quantized Hall resistance 
standard. Single-series "normal", single-series "offset", 
double-series, and quadruple-series circuits are ex- 
plained and analyzed in Sees. 5-7 and Sec. 9. We find 
that two of these circuits (those with single-series 
"offset" and quadruple-series connections) appear to 
meet our desired goals of measuring both Rh and the 
longitudinal resistance R^ in the same cool-down for 
both ac and dc currents with an uncertainty of 10'^ Rh 
or less. These two circuits will be analyzed in more 
detail in a future paper in which the effects of wire-to- 
wire capacitances are also included in the analysis. 



3. DC Quantum Hall Effect 

The quantum Hall effect (QHE) has been success- 
fully used as an intrinsic dc resistance standard. In the 
integer dc QHE [1-3], the Hall resistance Rh of the /th 
plateau of a fully-quantized, two-dimensional electron 
gas (2DEG) is /?h(0 = Vniiyh, where Vnii) is the quan- 
tum Hall voltage measured between potential probes 
located on opposite sides of the device, and /t is the total 
current flowing between the source and drain current 
contacts at the ends of the device. Under ideal condi- 
tions, the values of /?h(0 in standards-quality devices 
satisfy the relationships /?h(0 = h/(e^i) = Rk/i, where h 
is the Planck constant, e is the elementary charge, / is an 
integer, and R^ is the von Klitzing constant, R^ ~ 
25 812.807 n [12]. However, the conditions are not 
always ideal. The values of /?h(0 can vary with the 
device temperature T [13] and with the applied current 
/t [14]. Thus the measured dc values of /?h(0 are not 
necessarily equal to h/(e^i). 

The current flow within the 2DEG is nearly dissipa- 
tionless in the quantum Hall plateau regions of high- 
quality devices, and the longitudinal resistances Rx(i) of 
this standard become very small over ranges of magnetic 
field in which quantized Hall resistance plateaus are 
observed. The dc longitudinal resistance is defined to be 
Rj,(i) = Vjc(i)/h, where K(/) is the measured longitudi- 
nal voltage drop between potential probes located on the 
same side of the device. The dc values of Rjc(i) can also 
be temperature [13] and current [14] dependent. 



4. Equivalent Electrical Circuit of an AC 
QHE Standard 

The quantized Hall resistance /?h(0 of an ac QHE 
resistance standard (ac QHRS) can be experimentally 
compared with the impedances of ac reference stan- 
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dards using ac measurement systems. NIST initially 
plans to use ac resistors as reference standards, and an 
ac ratio bridge measurement system for the compari- 
sons. 

Figure 1 shows an equivalent electrical circuit repre- 
sentation of an ac QHRS in which the QHRS is being 
measured with an ac bridge using four-terminal-pair 
[15,16] techniques. (Neither the ac reference standard 
nor the ac ratio bridge are shown in the figure.) This 
circuit of an ac QHRS is rather detailed, so we explain 
it one step at a time, starting with the periphery of the 
standard, then proceeding to the QHE device within the 
central region of the figure, and finally discussing prop- 
erties of the sample probe leads within the standard. 

The ac QHRS of Fig. 1 is bounded by an electrical 
shield indicated schematically by thick lines. Actual 
shields have complicated surface geometries. They con- 
sist of: (a) conductive surfaces surrounding the QHE 
device and its sample holder at liquid helium tempera- 
tures; (b) the outer conductors of eight coaxial leads 
within the sample probe; and (c) the outer conductors of 
eight coaxial leads extending from the top of the sample 
probe to room temperature access points S, 1 through 6, 
and D. The electrical shields will also be referred to in 
the text as "outer conductors". To simplify the figure, we 
label only currents in the inner conductors. 

The ac QHRS has electrical access at room tempera- 
ture via four coaxial measurement ports labeled Inner/ 
Outer, Detector, Potential, and Drive. These four ports 
are used in the four-terminal-pair measurements, where 
each coaxial port is referred to as a "terminal-pair". The 
four coaxial ports are connected to room temperature 
access points S, 4, 3, and D in the figure. 

The ideal four-terminal-pair measurement definition 
[15,16] of /?h(0 is satisfied by the following three simul- 
taneous conditions: (1) the current /or at the Drive coax- 
ial port is adjusted so that there are no currents in the 
inner or outer conductors of the Potential coaxial port, 
i.e., /pt = 0; (2) the potential difference is zero across the 
inner and outer conductors of the Detector coaxial port; 
and (3) there are no currents in the inner or outer con- 
ductors of the Detector coaxial port, i.e., /di = 0. 

It is implicit in the four-terminal-pair definition that 
each coaxial port is treated as a terminal-pair, and that 
the current in the inner conductor of every port is equal 
and opposite to the current in the outer conductor (the 
shield). Coaxial chokes [17] (located outside the ac 
quantized Hall resistance standard and therefore not 
shown in the figure) assure that this equal and opposite 
current condition is satisfied for each of the four termi- 
nal-pairs in the circuit. The current /ot exits the ac 
QHRS at the Inner/Outer port and enters the ac refer- 
ence standard (not shown). 



A "virtual" short has been drawn in Fig. 1 as a line 
between the shield and inner conductor at the Detector 
coaxial port to indicate four-terminal-pair condition 
number (2). We let the Detector potential be zero, i.e., 
Vjyi = 0. At bridge balance the ac quantized Hall voltage 
V^(i) = Vn(3A) = Vpt is defined as 



ypt=[l+zlH]/?H(0/ot, 



(1) 



where An is the correction factor to /?h(0 to be deter- 
mined in this analysis. 

Next we describe the equivalent circuit model of the 
QHE device located in the central dashed-line region of 
Fig. 1. This model is based on that of Ricketts and 
Kemeny [18]. The device has contact pads that provide 
electrical access to the 2DEG at the source S ', the drain 
D', and the potential pads 1' through 6'. Each contact 
pad is located at the end of an arm of the QHE device. 
Every arm in the equivalent circuit has an intrinsic resis- 
tor whose value is Rii(i)/2. We assume that the device is 
homogeneous, i.e., that the quantized Hall resistances 
/?h(0 are all measured on plateau regions, that their 
values are the same on all the Hall potential probe sets, 
and that they are all measured at the same magnetic flux 
density value. /?h(0 can, however, vary with tempera- 
ture [13] and current [14]. 

While Vpt has been observed to vary with frequency 
[4—9], it is not clear whether this is due to a frequency 
dependence of /?h(0. of ^h, or of both /?h(0 and An. 
Calculations of the intrinsic impedance of the 2DEG 
due to the internal Hall capacitance across the QHE 
device [19], however, predict a negligible frequency de- 
pendence of Rii(i) itself, implying a frequency depen- 
dence of Ah arising from parasitic impedances in the ac 
QHRS. We therefore simplify the model, and assume 
that the dc values are appropriate for the /?h(0/2 resis- 
tances in the figure. 

The symbols r^, rb, r^ and ra in Fig. 1 represent real 
(in-phase) longitudinal resistances within the QHE 
device. Their measured dc values can vary with temper- 
ature [13] and current [14]. Sample probes normally 
used in dc QHE measurements have ten leads, with a 
pair of leads to the source contact pad S ' and another 
pair to the drain contact pad D'. Only one lead of each 
pair carries the current, so the dc values of all four 
longitudinal resistances r^, r^, r^, and r^ can be obtained 
using four-terminal measurements. 

In order to reduce the heat load on the liquid helium, 
sample probes for the ac QHE usually have a single 
coaxial lead to each of the eight contact pads. Therefore 
only Tb and r^ can be determined directly via four-termi- 
nal-pair ac measurements. For example, a four-terminal- 
pair ac longitudinal resistance measurement of rb could 
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be made by moving the Potential coaxial port from 
access position 3 to position 2 in Fig. 1, and measuring 
the ac longitudinal voltage y^(2,4). 



y.(2,4) = [l+^4]rb/o 



(2) 



where A24 is the correction factor to rb to be determined 
in this analysis. Values for r^ and r^ could be estimated 
from their dc r^/r^, and r^/rc ratios if the measured rb/rc 
ratio happens to be the same for both ac and dc measure- 
ments using the same sample probe during the same 
cool-down. 

With one exception [20], the reported ac longitudinal 
resistances obtained from the real, in-phase components 
of the ac longitudinal voltage measurements are signifi- 
cantly larger than the dc longitudinal resistances in the 
same device under the same temperature and magnetic 
field conditions. The ac longitudinal resistances increase 
with increasing frequency of the applied current, and are 
of order 1 mfi at 1592 Hz [4,5,21]. The large ac longi- 
tudinal voltages might be due to intrinsic frequency 
dependences of r^, rb, r^ and r^ within the device, to A24, 
zi46, etc. corrections caused by parasitic impedances of 
the QHRS, or to both of them. Calculations of the ki- 
netic inductance of the 2DEG and the magnetic induc- 
tance of the device [20] provide no plausible explana- 
tions via intrinsic impedance for significant frequency 
dependences of r^, rb, r^ and ra, suggesting that the 
frequency dependence of the ac longitudinal resistance 
is due to parasitic impedances of the QHRS, and there- 
fore to the correction factors A24, ^46, etc. However, we 
will assume the worst-case scenario in our numerical 
calculations, that is r^, rb, r^, and ra are themselves fre- 
quency dependent and have 1 mO values at 1592 Hz. 

At some moment in time, a positive current /^ enters 
the 2DEG via device drain contact pad D' in Fig. 1, and 
current /a exits the 2DEG via source contact pad S '. The 
magnetic flux density B is directed into the figure from 
above. Under these current and magnetic field condi- 
tions, the drain contact pad D' and the potential probe 
contact pads 1', 3', and 5' at the device periphery are at 
higher potentials than contact pads S', 2', 4', and 6'. 
These current and flux density directions are chosen to 
be consistent with those we have used in earlier calcula- 
tions [19,22-23]. 

Potentials at the contact pads S ', 1 ' through 6', and D' 
are produced by arrays of voltage generators, where 
each voltage generator Vab is located between a pair of 
arms A and B of the equivalent circuit. The voltages are 
defined as 



Vab = J liA — iel, 



(3) 



where /a and /b are the magnitudes of the current flow- 
ing in arms A and B. The currents /a and /b within the 
absolute quantity sign of Eq. (3) are added if they both 
enter or both leave the voltage generator, and are sub- 
tracted if one current enters and the other current leaves 
the generator. For example Vid = [/?H(0/2]l/a — /cil- The 
voltages generated are functions of /?h(0; therefore their 
values can vary with temperature [13] and current [14] 
(and also possibly with frequency). 

Diamond-shaped voltage generator arrays of Ricketts 
and Kemeny [18] are employed in the equivalent circuit 
of the QHE device, rather than the ring-shaped voltage 
generator arrays introduced later by Delahaye [24] and 
then subsequently used by Jeffery, Elmquist, and Cage 
[25]. Although both arrays give essentially identical 
results [22], the calculations are much simpler with the 
diamond arrays when longitudinal resistances are in- 
cluded in the circuits [22]. We therefore use diamond 
arrays. 

For clarity, the voltage generators are indicated in the 
figure as batteries, with positive terminals oriented to 
give the correct potentials along each arm at the instant 
considered. The ac currents alternate direction, so the 
voltage generators reverse sign each half cycle. Thus, for 
the part of the period in which the currents flow in the 
directions indicated in Fig. 1, the voltage generators 
have the polarities shown. Half a period later the cur- 
rents change direction, and all the voltage generators 
reverse polarities. 

The QHE device is mounted on a sample holder at the 
bottom of the sample probe. The QHE device and the 
sample holder are located within the shaded region of 
Fig. 1 . Thin wires connect the device contact pads S ', 1' 
through 6 ', and D ' to coaxial leads which extend to room 
temperature access points S, 1 through 6, and D located 
outside the sample probe (but still within the ac QHRS). 
Each arm of the equivalent circuit has a resistance rs, ri 
through re, or ro. This resistance includes the contact 
resistance to the 2DEG, the wire resistance connecting 
a contact pad on the device to a coaxial lead, and the 
inner conductor resistance of that coaxial lead. The in- 
ner conductor lead resistances vary with the liquid he- 
lium level in the sample probe. They can be measured 
pair-wise (using access points S, 1 through 6, and D) as 
a function of liquid helium level via two-terminal dc 
resistance measurements by temporarily replacing the 
QHE device with electrical shorts at positions S', 1' 
through 6', and D'. The cooled inner conductor coaxial 
lead resistances are typically each about 1 O in ac quan- 
tized Hall resistance standards. The outer conductor 
coaxial lead resistances depend on the type of coaxial 
cable, and their values also vary with liquid helium level. 
Typical values range between about 0. 1 O and 1 O in ac 
quantized Hall resistance experiments. 
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Each sample probe lead has an inductance Ls, Li 
through Lg, or Ld, that is electrically connected in series 
with the lead resistances rs, r\ through re, or Td, produc- 
ing lead impedances zs, Z\ through ze, or zd, where 
^s = rs+jo;Ls. Due to severe space limitations in the 
figure, these impedances are unconventionally drawn as 
resistors within rectangles. The inductance of each 
coaxial lead of a typical ac QHE sample probe is about 
1 X 10'^ H. We assume that the bonding pad wires are 
thick enough to not vibrate in the magnetic field when 
applied ac currents flow through them [4], but the out- 
of-phase "inductance" generated by this vibration [4] 
could be included in the lead inductances if necessary 

The eight coaxial leads, labeled S, 1 through 6, and D, 
each have an inner and an outer conductor. The outer 
conductors of the coaxial leads are connected together 
outside the sample probe to help satisfy the four-termi- 
nal-pair measurement conditions. As mentioned earlier, 
the outer conductors of these leads act as electrical 
shields, and are represented schematically as thick lines 
in Fig. 1. (Other outer conductors of the ac QHRS also 
contribute to the thick lines.) 

Large capacitances-to-shield, labeled as Cs, Ci 
through Ce, and Co, exist between the inner and outer 
conductors of these coaxial leads. The open-circuit ca- 
pacitances can be individually measured at access points 
S, 1 through 6, and at D as a function of liquid helium 
level by temporarily removing the QHE device from the 
sample probe at the points S', I'through 6', and D'. The 
capacitance-to-shield of each coaxial lead in typical ac 
QHE sample probes is about 250 pF, but it should be 
reduced to about 100 pF (1 X 10'^° F) in a short sample 
probe being designed at NIST 

A predominately 90° out-of-phase current /cg, /cj 
through /cg, or /c^ flows through each coaxial lead. 
These currents, and all the other currents in Fig. 1, have 
the correct signs for their dominant phase components 
in the half-cycle under consideration. This is verified in 
Sec. 5, where it is found that all currents shown in the 
figure have positive signs for their major components. 

The coaxial leads are not the only sources of capaci- 
tances-to-shield. There are also additional contributions 
from the QHE device — sample holder combination and 
the electrical shielding surrounding them. These addi- 
tional capacitances-to-shield are labeled Ca and Cb in 
Fig. 1 , where they are placed at either end of the QHE 
device. (Note that rather than explicitly using Ca and Cb, 
one-eighth of the additional capacitances Ca + Cb could 
instead be added to each of the eight coaxial lead capac- 
itances Cs, C\ through Ce, and Co, but that would make 
the coaxial lead capacitance notation very confusing.) 

The additional capacitances Ca and Cb can be deter- 
mined by two methods. In the first method the magnetic 
field is adjusted so the QHE device is on a QHE plateau. 



The external coaxial leads from the bridge are removed 
from the Drive and Inner/Outer ports of the ac QHRS, 
and an applied voltage signal is placed across the inner 
and outer conductors of the Drive port. A measured 
voltage signal appears across the inner and outer con- 
ductors of coaxial leads S, D, 1, 3, and 5 for the mag- 
netic field direction assumed in Fig. 1 , so these particu- 
lar coaxial leads draw most of the 90° out-of-phase 
current. Therefore the measured total capacitance-to- 
shield Ct is approximately Ct{B ) ~ Ci + C3 + C5 + Cd + 
Ca, and the value of Ca can be obtained by subtracting 
the value of Ci + C3 + C5 + Co from Ct(5). The mag- 
netic field is reversed. Then Ct{—B) ~ C2 + C4 + Ce + 
Cs + Cb when the voltage signal is placed across the 
inner and outer conductors at the Inner/Outer port, thus 
yielding the value of Cb. In the second method the 
magnetic flux density B is reduced to zero. The quan- 
tum Hall voltages disappear, so the voltage generators 
can be replaced in the circuit by electrical shorts. The 
QHE device now behaves like a two-dimensional sheet 
resistance, and the 7?h(0/2 resistances located at the 
source and drain ends of the QHE device in Fig 1 are 
zero. Longitudinal resistances r^, rb, Tc, and r^ become 
much larger than they were when on a QHE plateau. 
Their values can be obtained by four-terminal resistance 
measurements in a dc sample probe. The Rii(i)/2 resis- 
tances of the six QHE side arms are replaced by much 
smaller resistances whose values can be obtained from 
two-terminal measurements via room temperature ac- 
cess points S, 1 through 6, and D once the appropriate 
lead and longitudinal resistances are subtracted. An ap- 
plied voltage signal placed across the inner and outer 
conductors of the Drive port would cause a voltage 
signal to appear across the inner and outer conductors of 
all capacitances-to-shield. Thus the total capacitance-to- 
shield is given by the expression Ct = Cs + Ci + C2 + 
C3 + C4 + C5 + Ce + Cd + Ca + Cb, where Ca ~ Cb if the 
QHE device, the sample holder, and the bonding wires 
between them are all symmetrically arranged. We ex- 
pect both Ca and Cb will be about 1 pF or smaller in the 
NIST sample probes. 

The equivalent circuit accounts for leakage currents 
between the ac QHRS's inner conductors and the shields 
via resistances Tk^ and r^^ located on either side of the 
QHE device. Rather large voltages are used when mea- 
suring leakage resistances, so it would be safest to tem- 
porarily replace the device with shorts when measuring 
the total open-circuit leakage resistance ru^ at access 
point S, 1 through 6, or D. If the leakage resistances are 
symmetrically distributed, then r^^ ~ r^^ ~ 2rLK- (Their 
values are large compared with the lead resistances, so 
they are essentially connected in parallel within the cir- 
cuit.) The NIST sample probes will be constructed so 
these leakage resistances are very large; r^^ and r^^ 
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should be at least 10'"^ fl, but in the numerical examples 
of this paper we will assume 10^^ fl arising from dirty 
coaxial connectors. 

The capacitances, inductances, and leakage resis- 
tances of Fig. 1 contribute parasitic impedances to mea- 
surements of the ac QHRS. These capacitances, induc- 
tances, and leakage resistances are drawn as discrete 
circuit elements. In reality they are distributed within 
the standard. They could, in principle, be better repre- 
sented. For example, we could replace capacitance-to- 
shield C] with a capacitor of value Ci/2, and place a 
second capacitor of value C\/2 and a series -connected 
outer shield impedance z{ between the other side of 
circuit element z\ at point 1 ' and the first C\/2 capacitor. 
This distributed impedance would, however, greatly 
complicate the circuit analyses, with little gain in accu- 
racy. (Our discrete elements circuit over-emphasizes the 
capacitance-to-shield currents if z\ ^ zl and gives the 
same capacitance-to- shield currents if z-[ = zl.) 

This completes the description of the equivalent cir- 
cuit. The next section analyzes the circuit. 



5. Analysis of the Single-Series "Normal" 
Circuit 

Kirchoff s rules are used to sum the currents at branch 
points and the voltages around loops to obtain exact 
algebraic equations for the equivalent electrical circuit 
shown in Fig. 1. We refer to this circuit as single-series 
"normal": single-series because there is just one current 
lead connected to the source contact pad S', and another 
current lead connected to the drain pad D ' of the QHE 
device; and "normal" because the Hall voltage leads are 
connected to the central arms 3 and 4 of the device. 

5.1 Exact Single-Series "Normal" Equations 

Finding the exact algebraic equations for all the cur- 
rents, and for the correction factor An to the quantum 
Hall voltage, as defined by Eq. (1), is rather difficult 
because there are many coupled equations, especially 
for the multi-series circuits [24] examined later in this 
paper. All the solutions of this paper were independently 
derived by each author, and shown to be identical. Then 
each author independently used computer software to 
obtain identical numerical results for several test cases. 
It is important to obtain the exact solutions, rather than 
initially guess approximate solutions, because the fre- 
quency dependent effects we are trying to minimize or 
eliminate are small, but significant. The results are pre- 
sented here in order to spare others the task of deriving 
them. 



To simplify the final algebraic expressions, we define 
some substitutions of variables, and substitutions of sub- 
stitutions. The particular substitutions depend on the 
choice of loops. For example, the variables A and B 
listed below result from a voltage loop around the path 
Cs, S', Cb, and back through the shield to Cs. This gives 

the equation - ^-pr Ics + Zs/s + ^-pr /cb = 0, so /c^ = 
jwCs ](oLb 

Cb 

— /cs - jwCbZs/s, or /cb = A/cs - Bh. Let 






B=](oCbZs 
1 



D 



E = 



JwCbTkb 

1 Cfi 

[1+J«C6(/?h + Z6)]Cb 



F = 



[1+J(0C6(Rh + Z6)] 

1 Cs 



G = 



[1 +}(0CiZ5] Cb 
jwCsJRh + rd) 



[1 H-jwCiZs] 



[l+iwCs(RH + Z5)] 

UioCsiRti - re)] 
/= l+C + D + Fil -H) 
J = E+G{\ -H) 
K = I + J{\+C) 
AK 



L = 



[1 +J+K(A + B)] 



M= J^^^^" 



A^ = 



[1 +JWC3Z3] 

[1+JWC2(7?H + Z2)] 

jwCtiRn + rb) 



= 



P = 



[l+jwC,Z|] 



'"Ka 



(4a) 
(4b) 
(4c) 

(4d) 

(4e) 

(40 

(4g) 

(4h) 

(4i) 
(4j) 
(4k) 

(41) 
(4tn) 
(4n) 
(4o) 
(4p) 
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(4q) 


R=icoCArK^ 


(4r) 


C ^D 

^-c. 


(4s) 


T = }wCdZd- 


(4t) 



Idt = /d + /( 



Cd- 



(5s) 



We express all currents, and the quantum Hall voltage, 
in terms of lot because that is the current that enters the 
ac reference standard (not shown in Fig. 1). Three of the 
current solutions are trivial because of the four-termi- 
nal-pair definition [15,16] listed in Sec. 4 



/Dr = /Pt = /Q = 0. 



(5a) 



The remaining exact equations for the single-series 
"normal" circuit currents are 



h = L/o. 


(5b) 


/cs = ^ot ~ ^s 


(5c) 


Ic,=AIc,-BIs 


(5d) 


/kb = C'/cb 


(5e) 


h = h ~ /cb ~ ^kb 


(5f) 


Ic, = DIc^-Eh 


(5g) 


Ics = - -F/cb + Gh 


(5h) 


h = HIc, 


(5i) 


Ic, = Mh 


(5j) 


h = h + /C3 


(5k) 


Ic, = Nh 


(51) 


/c, = Oh 


(5m) 


h = h + /c, + /q 


(5n) 


hj, = Ph + QIc, 


(5o) 


/ca = ^^Ka 


(5p) 


/d = /a + /ka + /ca 


(5q) 


/c„ = 5/ca+77d 


(5r) 



The exact equation for the quantum Hall voltage is ob- 
tained by summing the voltages between the inner con- 
ductors of the Detector coaxial port and the Potential 
coaxial port. Taking the path through arm 4, voltage 
generators V^a and Vcs, and arm 3 we find that 

Vh(3,4) = 7?h/c-Z3/c3, (6a) 

which can also be expressed in the form 

VH(3,4)=[l+Zl34]^H/ot (6b) 

by using Eqs. (4) and (5). An approximate solution in 
this form will be given in Eq. (1 1). 

5,2 A Numerical Example 

Contributions of the parasitic impedance within the 
ac QHRS to the measured value of VnOA) can be inves- 
tigated by using numerical examples in Eqs. (5) and (6). 
We assign cardinal numbers to circuit element values to 
emphasize that the results are not intended to provide 
corrections to existing experimental data because the 
effects of wire-to-wire capacitances are not included at 
this intermediate stage of the analysis. 

Both the / = 2 (12 906.4 Vt) and / = 4 (6 453.2 Vt) 
plateaus have been measured in ac experiments, so let 
7?H = 10 000 n. The cardinal values we use are 

7?H= lO^n (7a) 

rs = ri = r2 = r3 = r4 = rs = re = Td = 1 n (7b) 

n = r^ = r, = n=m''VL (7c) 

rK^ = rKB=10^^n (7d) 

Cs = Ci = C2=C3 = C4 = C5=C6 = Cd=10-^'F (7e) 

Ca = Cb=10-^^F (7f) 

Ls = Li=L2=L3 = L4 = L5=L6 = Ld=10-'H (7g) 

w=10^rad/s. (7h) 

Note that the 100 pF capacitances -to-shield values of 
Eq. (7e) may be close to those that will be obtained in 
the short NIST sample probe, but typical ac probes have 
values around 250 pF. 

The numerical results for the currents of Eqs. (5) are 

/c^={-[1.0X 10-']+j[1.0X 10-']}/ot (8a) 
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/s= {[1.00000] - j[1.0 X 10-']}/o 



(8b) 



/c^ = {-[2.0 X 10-^'] + j[2.0 X 10-^^]}/ot (8c) 
/kb = {[2.0 X 10-^^] + j[2.0 X 10-^']}/ot (8d) 



/d= {[1.00000] - j[1.0 X 10-']}/o 



(8e) 



/q= {-[1.0 X 10-^^] +j[1.0 X 10-^]}/ot (8f) 

/c3 = {[2.0 X 10-^] + j[0.01000]}/ot (8g) 

h = {[1.00000] + j [0.0 1000] }/ot (8h) 

7^3= {-[1.0 X 10-"] +j[0.01000]}/ot (8i) 

h = {[0.99990] + j[0.02000]}/ot (8j) 

/c^={-[1.0X 10-^^]+j[1.0X 10-^]}/ot (8k) 

Ic, = {-[2.0 X 10-^] +j[0.01000]}/ot (81) 

h = {[0.99970] + j[0.03000]}/ot (8m) 

/k^= {[1.0 X 10-'] +j[3.0 X 10-^«]}/ot (8n) 

/c^= {-[3.0 X 10-^] +j[1.0 X 10-^]}/ot (8o) 

/d = {[0.99970] + j[0.03010]}/ot (8p) 

/c,= {-[3.0 X 10-^] +j[0.01000]}/ot (8q) 

lor = {[0.99940] + j[0.04010]}/ot. (8r) 

The 90° out-of-phase (j) parts of shunt currents /cg, 
/cg, /cp /cd^ ^^^ ^ca^ ^^^ much larger than for shunt 
currents /c2, /cg. ^Cg, and Ic^ because contact pads 5', 3', 
1 ', and D' are all near the quantum Hall potential, rather 
than near the shield potential. A 1 % out-of-phase cur- 
rent passes through each of the coaxial cable capaci- 
tances C5, C3, Ci, and Cd in this example. That is not 
necessarily a problem if the bridge Drive can provide 
this extra 4 % of out-of-phase current to lor- 

Expressing Eq. (6a) in the form of Eq. (6b), we find 
that 

yH(3,4)= {1 + [5.0 X 10-'] +j[0.01000]}/?H/ot, (9a) 

A,4={[5.0 X 10-'] +j[0.01000]}. (9b) 

The 5X10'' in-phase correction to Rn is too large com- 
pared with the desired 1 X 10'' Rh absolute accuracy, 
but even worse, there is a 1 % contribution to yH(3,4) in 
the 90° out-of-phase j term. Auxiliary balances in the 



NIST high precision ac bridges are not capable of 
providing out-of-phase adjustment signals larger than 
5X10^ Rh, so the 1 % out-of-phase signal is unaccept- 
able. We next list the approximate solutions to show the 
source of this problem. 

5.3 Approximate Single-Series "Normal" Solutions 

Many of the terms in the following approximate solu- 
tions were obtained by algebraically finding the domi- 
nant contributions to the exact equations. Other terms 
were found by "educated guesses" and "trial-and-error". 
We verified all the terms by changing the values of 
relevant circuit element components in the computer 
programs. The following approximate solutions give nu- 
merical results that agree with the results from the exact 
solutions to within at least two significant figures for 
both the real and imaginary parts of the numerical re- 
sults. Other terms may need to be added to these approx- 
imate equations if the circuit components have values 
significantly different from those listed in Eqs. (7). 

^cs ~ {-[o)^Cs(C5 + CejRnrc - oj^CsCsr^rs + co^CsLs] 

+ j[wCsrs]}/ot (10a) 

/s-{l - iicoCsrsWo^ (10b) 

/cB-{-[w'CB(C5 + C6)/?Hrc]+j[a;CB(r, + rd)]}/ot (10c) 

/k, - {[^^y{^(Cs + C.)^]}/o. (lOd) 

/d-{l - }[(oCsrs]}Iot (lOe) 

Ic,^{-[co'CsCeRHr.] ^ i[coCer,]}Io^ (lOf) 

/c5-{[w'CsC5/?Hrs+a;'C5C5/?Hr5]+j[a;C5/?H]}/ot(10g) 

/c-/ot + /c5-/cs (lOh) 

Ic,^[-[(o'C,C5RhRh] +j[a;C3/?H]}/ot (lOi) 

/b-/0t + /c5+/c3 (lOj) 

Ic,^{-[co'C2(C,^Cs-C2)RHr,]^][coC2r^]}Io, (10k) 

/Q-{-[c^'Ci(C3 + C5)/?H/?H]+j[c^Ci/?H]}/ot (101) 

/a -^ /ot + /C5 + /C3 + /q (10m) 



^Ka 



4m 



w(Ci + C3 + C5)- 



RhRh 



^Ka 



(lOn) 
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/c^-{-[^'CA(Ci + C3 + C5)/?H/?H]+j[^CA/?H]}/ot(10o) 



h ^ lot + /C5 + /C3 + Ic, + /ca 



(lOp) 



/c^-{-[a;'CD(Ci + C3 + C5)/?H/?H]+j[c^CD/?H]}/ot(10q) 

hr ^ lot + /C5 + Ic, + /Ci + Icj, + /cd- (lOr) 

Expressing Eq. (6a) in the form (6b), 

- (o^CsCs rs rs] + [(y^Cs(C5 + C6)/?h'^c+ (^^CsLs 

+ a;'C3L3]+j[a;C5/?H-c^Csrs-a;C3r3]}. (11) 

We see from Eq. (11) that sample probe lead 5 is the 
dominant source of the 1 % out-of-phase component of 
the quantum Hall voltage signal. The next subsection 
investigates the effect of removing this lead. 

5.4 Disconnecting Sample Probe Lead 5 

Equation (11) predicts that the out-of-phase term 
][o)C5Rh] in the expression for A34 can be reduced by 
disconnecting coaxial cable 5 at position 5', where 5' is 
either located at the potential contact pad on the QHE 
device, or at an intermediate contact point in the sample 
holder. There is a capacitance C5 between the QHE 
device and the shield that replaces capacitance C5 in 
Fig. 1. Also, a shield impedance zs' replaces the lead 
impedance zs- 

The most significant terms of Eq. (11) are now 

zl34-{[c^'CsLs + a;'C3L3] + 

][o)C5'Rh- o)Csrs-o)C3r3]}. (12) 

If we assume in the numerical examples that 

C5=Ca=Cb = 1pF (13) 

rs=r5=l a (14) 

Then 

zl34= {[2.0 X 10-'] -Fj[9.8 X 10-']} (15) 

when the coaxial lead capacitances are all 100 pF, and 

zl34= {[5.0 X 10-'] +j[9.5 X 10-']} (16) 

when they are 250 pF. All experiments which have mea- 
sured ac values of yH(3,4) have had to remove coaxial 



lead 5 because of the effects due to the large capaci- 
tance-to-shield C5 presented above. 

Equations (1 1) or (12) might be used to apply correc- 
tions to the experimental data in order to reduce the 
5 X 10"' in-phase error in Rnlot- However, there are 
several points of concern: (a) our approximate and exact 
equations do not include the effects of wire-to-wire ca- 
pacitances, and these may be significant; (b) the out-of- 
phase component of yH(3,4) has been reduced to about 
1 X 10"^ Rnlot by removing lead 5, but great care must 
be taken to correct for the in-phase (phase defect) con- 
tributions of the bridge components used to null the 
out-of-phase signal because these in-phase (phase de- 
fect) signals can be unintentionally added to the real, 
second-order terms of the in-phase component of 
Vn(3A) in Eqs. (1 1) or (12) that vary with w^; and (c) it 
is not trivial to measure the value of C5 in order to apply 
the correction with lead 5 disconnected. 

We will not consider further the single-series 
"normal" circuit as a viable ac QHRS candidate because 
lead 5 must be disconnected, and that violates one of our 
desired goals. 



6. Analysis of the Single-Series "Offset" 
Circuit 

Figure 2 shows an equivalent electrical circuit repre- 
sentation of an ac QHRS using single-series "offset" 
connections to the QHE device. It is single-series be- 
cause there is just one current lead connected to the 
source contact pad S', and another current lead con- 
nected to the drain pad D' of the QHE device, and 
"offset" because the Hall voltage leads are connected to 
the off-center arms 5 and 6 of the device. Arms 5 and 6 
are closest to the low potential end of the device at S', 
and nearest to the ac reference resistor (not shown in the 
figure). Those arms were chosen in an attempt to reduce 
the effects of shunt currents through Ic^ that we found in 
Sec. 5. 



6.1 Exact Single-Series "Offset" Equations 

To simplify the final algebraic expressions, we again 
define some intermediate substitutions of variables, and 
substitutions of substitutions. Let 



-§ 



B=j<oCbZs 
1 



C = 



JwCbTkb 



(17a) 
(17b) 
(17c) 
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£>=j«CsZs 




(17d) 


£: = jwCsrd 


(17e) 


F = BE(l-\-C) 


(17f) 


G = AE(l-^C) 


(17g) 


H=\+D+E+F+G 


(17h) 


[I+J60C5Z5] 


(17i) 


jwC4rc 

[1+JWC4(/?H + Z4)] 


(17j) 


[1 +JWC3Z3] 


(17k) 


L = 


jwC2rb 


(171) 


[l+j«C2(/?H + Z2)] 




— +J«C2Z4 

.(-4 






U = 






(17m) 


[l+j«C2(/?H + Z2)] 


[1 +jwCiZi] 


(17n) 


^ 




(170) 


/ — 


[l+jwC,z,] 


'•ka 


(17p) 


[1 +JWC2Z2] 


(17q) 


/?=jwCArKA 


(17r) 




(17s) 




2 


" = JwCdZd. 




(17t) 



Three of the current solutions are trivial because of the 
four- terminal-pair definition [15,16] 



^Dt — /pt — /cg — 0. 



(18a) 



.(l + G) 

h- JJ /ot 


(18b) 


/Q = /ot-/s 


(18c) 


Ic^=AIc,-Bh 


(18d) 


/kb = C/c3 


(18e) 


Ai = /s ~ /cb ~ ^Kb 


(18Q 


/c, = //d 


(18g) 


/c = /d + /C5 


(18h) 


/c4 = //c 


(18i) 


/c,=^/c 


(18j) 


/b = /c + /C3 + /C4 


(18k) 


/Cj = L/b + M/c4 


(181) 


Ic,=Nh + OIc, 


(18in) 


/a = /b + /Ci + /C2 


(18n) 


/KA = /'/a+e/c, 


(I80) 


/ca = ^/ka 


(18p) 


/d = /a + /ka + /ca 


(18q) 


/c„ = 5/c, + r/D 


(18r) 


/or = /d + /cd- 


(18s) 



The remaining exact equations for the single-series 
"offset" circuit currents are 



The exact equation for the quantum HaU voltage is ob- 
tained by summing the voltages between the inner con- 
ductors of the Detector coaxial port and the Potential 
coaxial port. Taking the path through arm 6, voltage 
generators Vse and Vss, and arm 5 we find that 

VH(5,6) = /?H/d-Z5/c3, (19a) 

which can also be expressed in the form 

yH(5,6) = [l+^56]/?H/ot. (19b) 



6.2 A Numerical Example 

We investigate the parasitic impedance contributions 
of the ac QHRS on the measured value of yH(5,6) by 
using the cardinal numbers hsted in Eqs. (7) in Eqs. (18) 
and (19). The numerical results for the currents are 
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/c^= {-[1.0 X 10-'] +j[1.0 X 10-']}/ot (20a) 



/s= {[1.00000] - j[1.0 X 10-']}/o 



(20b) 



/c^={[1.0X 10-^^]+j[1.0X 10-^^]}/ot (20c) 

/kb= {[1.0 X 10-^^] - j[1.0 X 10-^^]}/a (20d) 

h= {[1.00000] - j[1.0 X lO-'lj/ot (20e) 



/c3 = {[2.0 X 10-"] + j[0.01000]}/o 



(200 



/c= {[1.00000] +j[0.01000]}/ot (20g) 

/c^= {[2.0 X 10-^'] +j[1.0 X 10-^]}/ot (20h) 

/c3= {-[1.0 X 10-^] +j[0.01000]}/ot (20i) 

h = {[0.99990] +j [0.02000] }/ot (20j) 

/c^ = {[3.0 X 10-^'] + j[2.0 X 10-^]}/ot (20k) 

/c^ = {-[2.0 X 10-^] + j[0.01000]}/ot (201) 

h = {[0.99970] +j [0.03000] }/ot (20m) 

/k^= {[1.0 X 10-^] +j[3.0 X 10-'«]}/ot (20n) 

/c^= {-[3.0 X 10-'] +j[1.0 X 10-"]}/^ (20o) 

/d = {[0.99970] + j[0.03010]}/ot (20p) 

/c^= {-[3.0 X 10-"] +j[0.01000]}/ot (20q) 

/Dr= {[0.99940] +j[0.04010]}/ot. (20r) 

The 90° out-of-phase parts of shunt currents /cg, Ic^, 
/cp /cq, and /c^ are again much larger than for shunt 
currents /c2, /c4, /cs, and /cg because contact pads 5', 3', 
1 ', and D' are all near the quantum Hall potential, rather 
than near the shield potential. A 1 % out-of-phase cur- 
rent once again passes through each of the coaxial cable 
capacitances C5, C3, Ci, and Co in this example, which 
is not necessarily a problem if the bridge Drive can 
provide this extra 4 % of out-of-phase current to /or. 

Expressing Eq. (19a) in the form of Eq. (19b), we 
find that 

Vh(5,6)= { 1 +[2.0 X 10-'] - j[2.0 X 10-']}/?H/ot, (21a) 

A56 = {[2.0 X 10-'] - j[2.0 X 10-']} (21b) 

for 100 pF lead capacitances and 

A56 = {[5.0 X 10-'] - j[5.0 X 10-']} (22) 

for 250 pF coaxial leads. 



The 2 X 10-' in-phase correction to R^ for 100 pF 
leads is larger than our desired 1 X 10-' Rh total uncer- 
tainty, but a correction could be made to the measure- 
ments via the approximate equation 

A,e^{[co'CsL, + co'CsL,] - jlcoCsrs^ coQr,]} (23) 

that might provide sufficient accuracy. We will therefore 
consider the single-series "offset" circuit as a possible 
ac QHRS in a future paper which includes the effects of 
wire- to- wire capacitances. The approximate equations 
for the currents will be given in that paper. 



7. Analysis of the Double-Series Circuit 

Figure 3 shows an equivalent electrical circuit repre- 
sentation of an ac QHRS using two double- series con- 
nections to the QHE device. It is called double-series 
because there are two current paths to the device pro- 
vided by a short coaxial lead outside the sample probe 
that connects room temperature access points 3 and D at 
point Y. Another short coaxial lead connects access 
points 4 and S at point Z. Short coaxial leads connect 
point Y with the Drive and Potential ports, and point Z 
with the Inner/Outer and Detector ports. For simplicity, 
we have placed all the parasitic impedances of the short 
coaxial cables in the cables and coaxial connectors la- 
beled Ot, Dt, Pt, and Dr. These connections were first 
used by Delahaye [24] in ac quantized Hall resistance 
measurements (but points Y and Z were at the sample 
holder rather than outside the cryostat). Most subsequent 
ac experiments have used double-series or triple-series 
connections. 



7.1 Exact Double-Series Equations 

To simplify the final algebraic expressions, we again 
define substitutions of variables, and substitutions of 
substitutions. Let 



D = 



E = 



A=]coCotrot 




(24a) 


B=i(oCBZs 




(24b) 


c=. J 

JwCbTkb 




(24c) 


1 


Ce 


(24d) 


[l+jft)C6(7?H + : 


Ze)] Cb 


jwCeTd 




i'OA^\ 



[l+jft)C6(7?H + Z6)] 
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[1 +iwCsZ5] Cb 


(24Q 


G2 = ra + ZD[l+/'l(l + Gl)] 


(24z) 






G3 = Zd/'2(1+Gi) 


(25a) 


iwCs(RH+rd) 

[1 +j«C5Z5] 


(24g) 


G4='-b + G2+0,(/?H+G) 


(25b) 


ri ^^ 


(24h) 


G5=G4 + Af,(G2+G3) 


(25c) 


' (Rh + Z4) 








G6 = /?H + Z3 + G5 + 02(/?H+G2)-M203(/?H+G2) 


(25d) 


n ''" 


(24i) 


^ [G5+/^03(/?H+G2)] 

Gv = ^ 

Ge 




' (Rn + Zd 


(25e) 


J] '"'= 


(24j) 


^ [G5+Af2(G2 + G3)] 
G8= ^ 

Ge 




' {Rn + Z,) 


(25iO 


ff _ Rn 


(24k) 


_ M,03(/?H+G2) 




' (Rh + Za) 


(25g) 


1= H2 + H^{\ +G) + E{H^ - H^) 


(241) 










/?=JwCdZd 


(25h) 


J= 1(1 + C)+ FH^ +D{H^- H^) 


(24m) 






r 1 






(25i) 


(24n) 




[1 +//, +/ + B/] 




L=j&iC3rc 


(24o) 


^ Cpt 1 

CoLl+jc^Cptrpt] 


(25j) 


C5 


(24p) 




(25k) 


M2=JWC3Z3 


(24q) 


t/2=jwCDrrDr- 


(251) 


V J'^Cjrb 


(24r) 


Six of the current solutions are trivial because 
four-terminal-pair definition [15,16] 


; of the 


" [1+JWC2(7?H + Z2)] 




_ JWC2Z4 


(24s) 


^Dt = ^Pt = ^Cs = ^CDt = ^C4 = ^rot = 0- 


(26a) 


'"^^ [1+JWC2(7?H + Z2)] 








The remaining exact equations for the double-series cir- 


^ jwC.rt 


(24t) 


cuit currents are 




^' [1+jwCiz,] 




"^^ [l+jwC,z,] 


(24u) 


J - ^ J 

^^«*"(1+A)^°^ 


(26b) 






/rot = ^Ot - /cot 


(26c) 


n ^' 


(24v) 


/s = ^/ro, 




""^ C,{\+\oiC,z,-\ 


(26d) 


p (Rh + n) 


(24w) 


h = ^rot ~ ^S 


(26e) 






/cB = fi/s 


(260 


p ^2 , 1 


(24x) 


/kb = C/cb 




^2 — + ■ ^ 


(26g) 


ei=jwCArKA 


(24y) 


/d = /s + /cb + /kb 


(26h) 
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Ic, = DIc^ + Eh 


(26i) 


Ic, = FIc^ + Gh 


(26j) 


h = h + /c5 + /q 


(26k) 


Iy=QiIc + QJ4 + Q9lc, 


(261) 


Ic, = Lh + MJcs + M2h' 


(26m) 


h=Iy+Ic, 


(26n) 


h=h + U- ly 


(26o) 


Ic, = NJb + N2U 


(26p) 


/c, = 6>,/b-6>2/3.+ 03/c, 


(26q) 


/a = /b + /c, + /C2 


(26r) 


Ik^ = PJ. + P2Ic, 


(26s) 


/c. = ei/K. 


(26t) 


/d = /a + /ka + /ca 


(26u) 


Ic^ = SIc^ + RIo 


(26v) 


/cp, = r/cD 


(26w) 


/n)r = ^D + /3 + /co + ^cp. 


(26x) 


/cB.= t/l/cB+t/2/:B, 


(26y) 


^Dr = ^ror + ^CDr- 


(26z) 



The exact equation for the quantum Hall voltage is 
obtained by summing the voltages between the inner 
conductors of the Detector coaxial port and the Potential 
coaxial port. Taking the path through point Z, arm 4, 
voltage generators 7^4 and V^s, arm 3, and point Y we 
find that 

VuiY,Z) = Rnh + (Rh + ZA)h + Z3ly - rp./cp. (27a) 

which can also be expressed as 

yH(F,Z) = [l+4Yz]/?H/o.. (27b) 



7.2 A Numerical Example 

We investigate the parasitic impedance contributions 
of the ac QHRS on the measured value of VniYJZ) for a 
particular example of the double-series circuit by using 



the cardinal numbers listed in Eqs. (7), plus the follow- 
ing cardinal numbers for the additional circuit elements 

roi=rDt = rn = ro,= 10"^ O (28a) 

Co. = Cot = Cp. = Co. = 10-'^ F. (28b) 

The numerical results for the currents in Eqs. (26) are 

/co. = {[1.0 X 10-'^] + j[1.0 X 10-"]}/o. (29a) 

/,„ = {[1.00000] - j[1.0 X 10-"]}/o. (29b) 

Is = {[0.99990] + j[9.0 X 10-"]}/ot (29c) 

/cb = {-[10 X 10-'°] + j[1.0 X 10^]}/o. (29d) 

/kb = { [1 -0 X 10-'^] + j[l .0 X 10-'1 }/o. (29e) 

/d = {[0.99990] + j[1.0 X lG^]}Io, (29f) 

/c= {[1.1 X 10-"] +j[1.0 X 10^]}/ot (29g) 

/(.^ = {-[1.0 X lO'"] + j[0.01000]}/ot (29h) 

/c = { [0.99990] + j[0.01000] }/o, (29i) 

/4= {[1.0 X 10^] - j[1.0 X 10-"']}/o, (29j) 

Iy= {[1.0 X 10-*] +j[0.01000]}/o, (29k) 

/c3 = { - [ 1 .0 X 1 0^] + j [0.0 1 000] }/o, (291) 

h = {[1.6 X 10-'] + j[0.02000]}/o, (29m) 

/b = {[0.99990] + j[1.0 X 10-*]}/o, (29n) 

/c,= {[1.0 X 10-"] +j[l.l X 10-']}/o, (29o) 

/c, = {-[1.0 X 10-'^] +j[0.01000]}/o, (29p) 

/a = { [0.99990] + j[0.01000] }/o, (29q) 

/k, = {[1.0 X 10-'] + j[1.0 X 10-"']}/o. (29r) 

/ca= {-[1.0 X 10-*] +j[1.0 X 10-^]}/o. (29s) 

/d = {[0.99990] + j[0.01010]}/o, (29t) 

/co= {-[1.0 X 10^] +j[0.01000]}/o, (29u) 

/cp,= {-[1.0 X 10-«] +j[1.0 X 10-^]}/o. (29v) 

Ir^ = { [0.99980] + j[0.04020] }/o, (29w) 
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/c^^= {-[1.0 X 10-^] +j[1.0 X 10^]}/ot (29x) 
/d. = { [0.99980] + j[0.04030] }/ot. (29y) 

The 90° out-of-phase parts of shunt currents Ic^, /cg, 
/cp /cd, ^ca5 ^cpt. ^nd /cd, are again much larger than for 
shunt currents Ic^^ /cg, Ic^, and Ic^^ because contact pads 
5', 3', r, and D' are all near the quantum Hall potential, 
rather than near the shield potential. A 1 % out-of-phase 
current passes through each of the coaxial cable capaci- 
tances C5, C3, Ci, and Cd in this example, which once 
again is not necessarily a problem if the bridge Drive 
can provide this extra 4 % of out-of-phase current to /or- 

Expressing Eq. (27a) in the form of Eq. (27b), we 
find that 

yH(Y,Z) = {1 + [9.8 X 10-'] +j[0.01000]}/?H/ot, (30a) 

ziYz= {[9.8 X 10-'] +j[0.01000]} (30b) 

for 100 pF lead capacitances and 

ziYz= {[3.2 X 10*'] +j[0.02501]} (31) 

for 250 pF coaxial leads. 

The 1 X 10'^ Rn in-phase correction to /?h for 100 pF 
leads meets our desired 10'^ Rn absolute accuracy, but 
there is a 1 % contribution to VniX^) in the 90° out-of- 
phase j term. Auxiliary balances in the NIST high preci- 
sion ac bridges are not capable of providing out-of- 
phase adjustment signals larger than 5 X 10^ R^, so the 
1 % out-of-phase signal is unacceptable. The approxi- 
mate solutions are listed in the next subsection to show 
the source of this out-of-phase problem. 

7.3 Approximate Double-Series Solutions 

Some of the terms in the following approximate solu- 
tions were obtained using the results of the dc double-se- 
ries analysis of [22]. Most terms were found in a tedious 
process by changing the individual values of circuit 
element components by an order of magnitude in the 
computer program, observing the calculated results, and 
then finding the algebraic expressions that produced 
these results. The approximate solutions yield numerical 
results that agree with the exact numerical results listed 
in Eqs. (29) and (30) to within at least two significant 
figures for both the real and imaginary parts, but other 
terms may need to be added to these approximate equa- 
tions if the circuit components have values significantly 
different from those listed in Eqs. (7) and (28). 

^cot ~ ^cot = { [^^Cot Cot rot rox\ + j [ w Cot rot] } /ot (32a) 



^rot ~ ^rot = { 1 ~ j [^ Cot rot] } ^O 



(32b) 



5-^s. = { 



-i 



+ j [a> C6(rs + Td) - a> C5 Tc - a> Cot ^ot] 



-J 






(32c) 



/cb = ^Cb„ = { - [«^Cb(C6 rs. - Cot rodrs. + m^Cb Ls\ 

+j[«CBrs]}/ot (32d) 



'Kb 



= 'fKB.= { 



/"Kb 



+ J 



'"Kb 



/d=/d. 



1 






+J 



(o(CB+C6)rs- (o 



Rh 



(32e) 



/o. (32Q 



^ce ~ Ice^ = { [w^Ce Ce Rnirs + r^) + w^d Ce rs re 

-w^CeLsl+jLwQrsD/o. (32g) 

Ic^~Ic^= { [w^Cs C5 Rn rs - (o^Cs CeRi^rs + r^) 

«^Cb C5/?H(rs + rd)] + [w^Ce Ce/^H rj + J[«C5/?h] } /ot 

(32h) 

(32i) 

(32j) 



/c»/c. = /d. + /c5, + /ce. 
/4 « /4. = { 1 - j[wCo,ro,] } /q, - /s. 



+ 0) 



/3=/3-{[^ + ^^+a,^C,(C, -C5)/?„/?„ 

'■Ci C, Ruin - rj) J - [ w^C, Ce Rh rs + o)\Ca + C5) Ld] 



+j[ft)C,(/?H - r3) + ft)(CA + C5)rD] } /o, (32k) 

/c3»/c,.= { -[(o'CsC,RHRH + (o^C,CsRHrs 

+ a)^CsC6RHrs]+i[(oCsRH]}Io< (321) 

/3»/3. = /3. + /c,„ (32ni) 

4 »/,„ = /e„ + 74.-/3. (32n) 

/c2=/c2 = { [(o^CziCz+Ce - Ci) rs rA+oj^CtCzRu r^] 



+ (o^CziCz - C,)Rh rb - w'CiLs 



RhI 



•j[t 



+j| (oC2ri+ (oCz-^ 



(32o) 
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/c,-/c, = [co^QiQ - C5)RnRn + co^QQRn(n-r,)] 



(O^CiCeRn ^s + (O^Ci Ld + (O^Ci L] 



Rh. 



w\Ci + Cs)U 



Rh. 



+J[coCi/?h] /< 



/a^/a =/b +/c, +/c 



^Ka - ^Ka, - 



Rh 



fK, 



+ J 



(oCt 



RhRh 



(32p) 
(32q) 

(32r) 



^Ca-/ca,= {-[^'CaC5/?h/?h] +j[C0CA/?H]}/0t (32s) 

/D-/D. = /a. + /KA, + /cA, (32t) 

^Cd-/cd,= {-[^'CdC5/?h/?h] +j[^CD/?H]}/ot (32U) 

^Cp,-/Cp,^= {-[^'CptC5/?H/?H] +j[^Cpt/?H]}/ot (32V) 

^ror ^ ^ror, = ^a + ^3, + Icj,^ + /cp^^ (32w) 

^CDr-^CDr = {-[^'CDrC5/?H/?H] + j [^ Cor/^H] } /ot (32x) 



^r - ^Dr, - ^ror, + ^Cor,' 



(32y) 



As expected, Eqs. (32i) and (32h) suggest that the 
current Ic^ in Fig. 3 enters the Drive, goes to point Y, to 
point D', through longitudinal resistances ra, rb, and r^ 
through arm 5, and then exits through capacitance-to- 
shield C5. We would have likewise assumed that the 
current /c^ enters the Drive, goes to point Y, to point D', 
through Ta, through arm 1, and then exits through Ci. 
However, the approximate Eqs. (32p) and (32k), where 
/ci appears in ly, suggest that Iq^ enters the Drive, goes 
to point Y, to point 3, through arm 3, travels "upstream" 
through Tb, through arm 1, and then exits through Ci. 
The current /cg, on the other hand, enters the Drive, goes 
to point Y, to point 3, and then exits through C3, bypass- 
ing the device altogether; this latter effect provides an 
advantage to double-series connections by reducing 
shunt currents within the device. 

Expressing Eq. (27a) in terms of Eq. (27b), we find 
that Eq. (33) gives the approximate quantum Hall 
voltage correction terms. 

We see from Eq. (33) that sample probe lead 5, just as 
in the single-series "normal" case, is the dominant 
source of the 1 % out-of-phase component of the quan- 
tum Hall voltage signal in the numerical example for 
this double-series connection to the QHE device. The 
next subsection investigates the effect of removing this 
lead, which was effective before in the single-series 
"normal" case of Sec. 5. 



H 






RhRh RhRh RhRh 

- [(O^CBCsRnrs-^- (O^C6(C5 - C6)/?H^S 
-co'C,(C,-Cs)RHr3] 

+ [co'CeCe /?H(rd + r,) - co^C5(Cb + Ce) /?H rj 

+ [oJ^CeCe rs re - a>^Ci Ce rs r3 + a>^Ci Ci r3(ri - rs)] 

CO^CbLs + CO^C6(Ls+L3) + CO^(Ca + C5)Ld^ 

+ j [(oCsiRn + Td) + CO Ci r3 + CO (Cb + Ce) rs] 



-J 



(oC6(rs-\-rd)-\-(oL4 



RhRh. 



(33) 



7.4 Disconnecting Sample Probe Lead 5 

Equation (33) predicts that the out-of-phase term 
iloyCsRn] in the expression for Ayz can be reduced by 
disconnecting coaxial cable 5 at position 5', where 5' is 
either located at the potential contact pad on the QHE 
device, or at an intermediate contact point in the sample 
holder. There is a capacitance C5 between the QHE 
device and the shield that replaces capacitance C5 in 
Fig. 3. Also, a shield impedance zs' replaces the lead 
impedance zs- 

If we assume in the numerical examples that 



C5=Ca = Cb = 1 pF (34a) 

rs'=r5=\ n. (34b) 

Ayz={[2.0 X 10-'] +j[1.0 X 10^]} (35) 



Then 



when the coaxial lead capacitances are all 100 pF, and 

Ayz={[9A X 10-'] +j[l.l X 10-^]} (36) 

when they are 250 pF All experiments which have mea- 
sured ac values of Vii(Y,Z) for double-series connections 
have had to remove coaxial lead 5 because of the effects 
due to the large capacitance-to-shield C5 presented 
above. 

Equation (33) could be used to apply corrections to 
the experimental data in order to reduce the 9.4 X 10'^ 
in-phase error in Rnlot- However, our approximate and 
exact equations do not include the effects of wire-to- 
wire capacitances; the bridge auxiliary balance could 
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introduce unintentional in-phase contributions because 
of the large out-of-phase component of Vh(%'Z.); and it 
is not trivial to measure the value of Cs' in order to apply 
the correction with lead 5 disconnected. 

7.5 Double-Series Connections at the QHE Device 

Many experiments have made double-series connec- 
tions to the QHE device at the bottom of the sample 
probe by using short bonding wires to form the circuit. 
Points Y and Z of Fig. 3 are thus moved from outside the 
sample probe down to the sample holder. There are no 
coaxial leads connected to points 1, 2, 5, and 6, so their 
capacitances-to-shield become much smaUer. Four 
coaxial leads labeled Ot, Dt, Pt, and Dr connect the 
QHE device to the outside world. The double-series 
circuit shown in Fig. 3 remains exactly the same for this 
case, as do Eqs. (24) through (27). The values of some 
circuit components, however, change. 

We use the following cardinal values in our numerical 
example 

Rn = 10^ n (37a) 

rs = ri = r2 = r3 = r4 = r5 = re = ro= 10"^ fl (37b) 

r,= rb = r, = rd=10-'n (37c) 

rK^=rKB=10'^n (37d) 

rot = rot = rpt = ror = 1 n (37e) 

C, = C, = C2 = C3 = C4 = Cs = Ce = Co= 10-^' F (31f) 

Ca = Cb = 10-^^F (37g) 

Cot = Cot = Cpt = Cor = 10-^« F (37h) 

The numerical results for the currents in Eqs. (26) 
with the double- series leads connected at the bottom of 
the sample probe are 

/^^^= {[1.0 X 10-^'] +j[1.0 X 10-']}/ot (38a) 

/rot = {[1-00000] - j[1.0 X 10-']}/ot (38b) 

/| = {[1.00000] -j[2.0X 10-']}/ot (38c) 

/^^={-[1.0X 10-^"]+j[1.0X 10-^^]}/ot (38d) 

/Ib={[1.0X 10-^^]+j[1.0X 10-^1}/ot (38e) 

If = {[1.00000] - j[2.0 X 10-']}/ot (38f) 



/c^,= {-[1.0 X 10-^«] +j[2.0 X 10-^^]}/ot (38g) 

/^^= {[1.0 X 10-^"] +j[1.0 X 10-']}/ot (38h) 

If = {[1.00000] -F j[9.8 X 10-']}/ot (38i) 

If = {[3.0 X 10-'] -F j[1.0 X 10-']}/ot (38j) 

If = {[3.0 X 10-'] -F j[1.0 X 10-']}/ot (38k) 

/c^3= {-[1-0 X 10-^] +j[1.0 X 10-^]}/ot (381) 

If = {[2.9 X 10-'] -F j[2.0 X 10-']}/ot (38m) 

If = {[1.00000] - j[2.0 X 10-']}/ot (38n) 

4= {[9.8 X 10-''] -Fj[1.0 X 10-"]}/ot (38o) 

II = {[2.0 X 10-^"] +j[1.0 X 10-']}/ot (38p) 

If = {[1.00000] -F j[9.8 X 10-']}/ot (38q) 

/|^= {[1.0 X 10-'] +j[9.8 X 10-'']}/ot (38r) 

/^^= {-[9.8 X 10-^] +j[1.0 X 10-']}/ot (38s) 

IE = {[1.00000] -F j[2.0 X 10-']}/ot (38t) 

/co= {-[9.9 X 10-^] +j[1.0 X 10-^]}/ot (38u) 

/cp,= {-[9.8 X 10-'] +j[0.01000]}/ot (38v) 

/ro.= {[1.00000] -F j [0.01 050] }/ot (38w) 

lf^=[-[l,0 X 10-'] +j[0.01000]}/ot (38x) 

/g,= {[1.00000] -Fj [0.02050] }/ot. (38y) 

Expressing Eq. (27a) in the form of Eq. (27b), we 
find that 

y;?(Y,Z)={l -[l.OX 10-^«]+j[9.8X 10-^]}/?H/ot,(39a) 

Afz={-[1.0 X 10-''] -Fj[9.8 X 10-']} (39b) 

for 100 pF lead capacitances and 

zl|z= {[1.8 X 10-"] -Fj[9.5 X 10-']} (40) 

for 250 pF coaxial leads. 

Equation (40) implies a very small in-phase error in 
RhIoi- This is not supported by measurements, which 
have observed errors in Rnlot of order 10-'. The dis- 
crepancy could either be due to unintentional in-phase 
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contributions from the bridge auxiliary balances arising 
from the large out-of-phase component of VhCXZ), or 
because our equations do not include the effects of wire- 
to- wire capacitances. 

To assist laboratories who are making double-series 
connection measurements at the QHE device we list the 
additional terms that should be added to the approxi- 
mate current and quantum Hall voltage solutions given 
by Eqs. (32) and (33). Those equations which require 
additional terms are: 



If-Il=k- 


- {j[wCotrot]}/ot 


(41a) 


/c", = /c\ = /c,,+ {j[«C6rJ}/o. 


(41b) 


/c^, = /c\ = /c3.+ {[«'Co.C57?Hrot]}/o. (41c) 


/i'=/4l = /4.+ { 


I Rh . 


}/o. 


(41d) 


/i^=/i^. = /3;+{j 




■/ot 


(41e) 


T^ ~ T^ — T J ; 


CO 


Cc 


Rh 

t ''ot 

'^Ka 


+ C0 — 

'•kaJ 


}/o. (41Q 



^Ca-/c\^=/ca,+ { [a;^CotCA/?Hrot + co^CaLd] } /ot (41g) 
^Cd - ^c\ = /cd, + { [^'Cot CoRh rot] } /ot (41h) 






+ { [w'Cot Cpt/?H rot+ (O^CptCptRn rpt] } lot 



(41i) 



and 



zlg-^ zIh + { [w'CsCot/^H rot + w'CsCpt/^H rpt 

— 0) CotCot /"ot ^ot] ~ [<^ CptCpt rpt rpt] 

- j [(o Cot ^ot + 0) Cpt rpj } . (42) 

We once again caution the reader that these approxi- 
mate equations do not include the effects of wire-to- 
wire capacitances. This circuit is not a good candidate 
for further analysis because the quantized Hall and lon- 
gitudinal resistances could not be measured on the same 
cool-down. 



8. Triple-Series Circuit 

The double- series circuit of Fig. 3 could be converted 
to a triple-series circuit by adding short coaxial leads 



between points Y and 1 and Z and 6. We do not consider 
this triple-series circuit since it would involve several 
additional months of effort to perform the analysis, and 
the problems found in double-series circuits in Sec. 7 
due to large shunt currents through Cs also occur in 
triple-series circuits. Either coaxial lead 5 would have to 
be disconnected at position 5 ' at the QHE device end of 
the sample probe, or the triple-series connections would 
have to be made at the device. Neither choice satisfies 
our goal of measuring the ac and dc quantized Hall and 
longitudinal resistances on the same cool-down. We 
therefore proceed to quadruple-series connections, 
which turns out to satisfy our requirements at this stage 
of analysis. 



9. Analysis of the Quadruple-Series 
Circuit 

Figure 4 shows an equivalent electrical circuit repre- 
sentation of an ac QHRS using two quadruple-series 
connections to the QHE device. It is quadruple-series 
because short coaxial leads outside the sample probe 
connect room temperature access points 5, 3, 1, and D 
at point Y, providing four current paths to the device. 
Other short coaxial leads connect access points 2, 4, 6, 
and S at point Z. Short coaxial leads outside the sample 
probe connect point Y with the Drive and Potential 
ports, and point Z with the Inner/Outer and Detector 
ports. 

9.1 Exact Quadruple-Series Equations 

To simplify the final algebraic expressions, we once 
again define substitutions of variables, and substitutions 
of substitutions. Let 



A=ia)Cotroi 
B=ia)CBZs 

c= ' 



D,= 



D2 = 



D,= 



D, = - 



JwCbTkb 


Zs 


{Rh + Ze) 


ri 


(Rn + Ze) 


(Rh + rd) 


Zs 


1 



JwCbZs 



(43a) 
(43b) 

(43c) 
(43d) 
(43e) 
(43f) 
(43g) 
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I 














_E 13 






343 



Ds 


1 


"JWC5Z5 


D,-- 


Z6 


'{Rn + z,) 


n - 


re 



(Rh + zd 



D -^ 

<-5 



' (/?H + Z2) 

*^3 

£,4 = 

'"Ka 

'"Ka 

£'6=j<wCArKA 



F,=- 



Z3 



F2=^ 



F3 = 



Z3 

(Rk + Z3) 

Zi 



Z\ 



F,= 



(Rh + Zi) 

Zd 



Zd 



F -^ 



Fi=]0}CsZD 
Gi=Fi + Ee{Fj + Fg) 
G2 = Fg + G,(£4 + £5) 



G3 — Fg + £401 


(44b) 


G4=G3(1+F4) + £2G2 


(44c) 


G5 = G4 + FjCjj 


(44d) 


Ge = G4 + £'iG2 


(44e) 


Gt = G^ + F2G5 + D-iGe 


(44Q 


Gs = Gt + D(,G6 


(44g) 


Cj9 — Cjj + F\Cj5 


(44h) 


„ (DsGv - £)3) 


/'AAi\ 
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(43h) 

(43i) 

(43j) 

(43k) 

(431) 

(43m) 

(43n) 

(43o) 

(43p) 
(43q) 
(43r) 

(43s) 

(43t) 

(43u) 

(43v) 

(43w) 

(43x) 

(43y) 
(43z) 
(44a) 



ni - 


(1+D5G9) 


H2 


D, 


(I+O5G9) 


H,-- 


£>5Gg 
"(I+D5G9) 


Jx-- 


= 1 + £1 + £2 


J2-- 


= £2(1 +£2) 


Jy 


= J2 + D-iJ, 


Ja = 


\+h + DeJt 


J 5 


= 73 + £2/^, 


J6-- 


= y 4 /i 3 J 5 


Ji = h 


-H.J. + D^J, 


J,= 


\+Jn + D,Je 


J, = Ml+C) + H2J5 


y,o 


1 


~(Js^BJ,) 




J^\ — ^ 


K2 


= JwCdZd 


.-C 


1 



Cd [1 +jwCptrpt] 



(44j) 

(44k) 

(441) 
(44m) 
(44n) 
(44o) 
(44p) 
(44q) 
(44r) 
(44s) 
(44t) 

(44u) 

(44v) 
(44w) 
(44x) 

(44y) 
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Ks=}0)Cjy,r^,. 


(44z) 


/ca - EJy.^ 


(45x) 


Eight of the current solutions are trivial because of the 


/d = /a + /ka + Ic„ 


(45y) 


four- terminal-pair definition [15,16] 












Ico = ^1 A;a + K2I0 


(45z) 


^Dt = ^Pt = ics = ^CDt = ^Ce = ^C4 = ic2 = ^r^t = 0' 


(45a) 










Ic^ = K3Icb 


(46a) 


The remaining exact equations for the quadruple-series 






circuit currents are 




I^ = lD + h+h + h + Icn + /cp, 


(46b) 


f - ^ f 


(45b) 


Icor = KJco + Ksiro, 


(46c) 






Idt = Itot + Icur- 


(46d) 


Ito, = -^Ot - /co, 


(45c) 










The exact equation for the quantum Hall voltage is 


^S = -^10 ^ro, 


(45d) 


obtained by summing the voltages between the inner 
conductors of the Detector coaxial port and the Potential 


/cb = Bh 


(45e) 


coaxial port. Taking the path through point Z 


, arm 4, 






voltage generators Vc4 and Vc3, arm 3, and point Y we 


Ik, = CIc, 


(45f) 


find that 




Id = Is + /cb + ^Kb 


(45g) 


VhCXZ) = /?h/c + (Rh + U)h + Z3ly - rpt/cp,. 


(47a) 


l6 = DJs+D2li 


(45h) 


which can also be expressed as 




h' = Hih~ Hi^cji + Hih 


(45i) 


yH(Y,Z)=[l+4Yz]/?H/o,. 


(47b) 


Ics = Gih + G,h-G,h 


(45j) 


9.2 A Numerical Example 




h=h+Ic, 


(45k) 


We investigate the parasitic impedance contributions 
of the ac QHRS on the measured value of Vh(Y,Z) for a 


Ic = h- h + /6 


(451) 


particular example of the quadruple-series circuit by 
using the cardinal numbers listed in Eqs. (7) and Eqs. 


h = D6h + Djh 


(45m) 


(28). The numerical results for the currents in Eqs. (45) 






and (46) are 




h, = FJs-F,h 


(45n) 










/co,= {[1.0XlO-^^]+j[1.0XlO-"]}/o, 


(48a) 


Ic, = D,Ic, 


(45o) 










7,0, = {[1.00000] -j[1.0X 10-"]}/o, 


(48b) 


h = Iy + Ic, 


(45p) 










/s= {[0.99990] - j[1.0 X 10-«]}/o, 


(48c) 


h = h-Iy + h 


(45q) 










/cb={-[1.0X 10-"']+j[1.0X 10-']}/o, 


(48d) 


h = E,h + E2h 


(45r) 










/kb={[1.0X 10-'^]+j[1.0X 10-'1}/o. 


(48e) 


Iy = F,h.-F,h 


(45s) 










h = { [0.99990] - j[9.9 X 10"'] } /o. 


(480 


Ic,=E,Ic, 


(45t) 










/6={[1.0X 10-"]+j[1.0X 10-«]}/o, 


(48g) 


/i=/r + /c, 


(45u) 










/5.= {[1.0XlO-']+j[3.lXlO-'1}/o, 


(48h) 


h = h-Iy + l2 


(45v) 










/c5= {-[1.0 X 10-'°] + j [0.01 000] }/o, 


(48i) 


h^ = EJ, + Esh 


(45w) 
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/5= {[1.0 X 10-^] +j[0.01000]}/ot (48j) 

/c= {[1.00000] +j[9.8 X 10-']}/ot (48k) 

/4= {[1.1 X 10-'] +j[2.0 X 10-^^]}/ot (481) 

h'= {[1.1 X 10-'] +j[2.0 X 10-^^]}/ot (48m) 

/c3= {-[1.0 X 10-^^] + j [0.01 000] }/ot (48n) 

/3= {[1.1 X 10-'] +j[0.01000]}/ot (48o) 



/b= {[1.00000] +j[9.8 X 10-']}/o 



/a = {[0.99990] - j[1.0 X 10-']}/o 



(48p) 



/2={[1.0X 10-']+j[3.1 X 10-^1}/ot (48q) 

/i,= {[1.0X 10-^]+j[1.0X 10-']}/ot (48r) 

/c^ = {-[1.0 X 10-^^] +j[0.01000]}/ot (48s) 

/j = {[1.0 X 10-^] + j [0.01 000] }/ot (48t) 



(48u) 



/k^= {[1.0 X 10-'] - j[1.0 X 10-^1}/ot (48v) 

/c^= {[1.0 X 10-^^] +j[1.0 X 10-^]}/ot (48w) 

/i,= {[0.99990] +j[9.9 X 10-']}/ot (48x) 

/co= {-[1-0 X 10-^«] +j[0.01000]}/ot (48y) 

/c^= {-[1.0 X 10-^'] +j[1.0 X 10-']}/ot (48z) 

7,^^= {[1.00000] +j [0.04020] }/ot (49a) 

/c^^= {-[1.4 X 10-^^] +j[1.0 X 10-^]}/ot (49b) 

/Dr= {[1.00000] +j [0.04030] }/ot. (49c) 

The 90° out-of-phase parts of shunt currents Iq^, Iq^, 
/cp /cd, /ca, ^cpt, and /cj3^ are much larger than for shunt 
currents /cg and Icq, because contact pads 5 ', 3 ', 1', and 
D' are all near the quantum Hall potential, rather than 
near the shield potential. A 1 % out-of-phase current 
passes through each of the coaxial cable capacitances 
Cs, C3, Ci, and Co in this numerical example, which is 
not necessarily a problem if the bridge Drive can 
provide this extra 4 % of out-of-phase current to I^r- We 
can see from the small out-of-phase components of cur- 
rents Is', ly, /]', and /d that the four shunt currents Iq^, Iq^, 
/cp and /cq all bypass the QHE device, which is a great 
advantage of the quadruple-series circuit. 



Expressing Eq. (47a) in the form of Eq. (47b), we 
find that 

Vh(Y,Z)={1 - [2.0X 10-']-FJ[1.0X 10-']}/?H/ot, (50a) 

Ayz= { -[2.0 X 10-'] -Fj[1.0 X 10-']} (50b) 

for 100 pF lead capacitances, and also the same value 

Z\yz={-[2.0X10-']-fj[1.0X10-']} (51) 

for 250 pF coaxial leads. 

There is only a 1 X 10-^ Rntot out-of-phase compo- 
nent in the Vh(Y,Z) signal for the numerical examples 
given in Eqs. (50) and (51). Unlike the double-series 
circuit, this out-of-phase result is very promising. The 
real part of Vh(Y,Z), however, appears to have a very 
large error term that is —2 X 10-' Rntot in these two 
examples; but Vh(Y,Z) actually is the quantized Hall 
voltage Vh across the device minus the longitudinal 
voltage Vjc(2,6) along the device between points 2 and 6, 



and 



Therefore, 



Vh(Y,Z)^Vh-K(2,6), 



V,(2,6)-(rb + r,)/ot. 



(52a) 



(52b) 



Vh - [ 1 + ^H + ^^^^|^]/?H/ot, (53a) 



or 



VH-[l+5H]/?H/ot. 



(53b) 



Vh has a correction factor Sa in the real term that is only 
—7.9 X 10-^^ RhIoi for these two numerical examples 
where (r^ -\-r,) = 2X 10-' Rh- 

The quadruple-series circuit is an excellent candidate 
as a possible ac QHRS, and will be further considered 
in a future paper which includes the effects of wire-to- 
wire capacitances. The approximate equations for the 
currents and quantum Hall voltage will be given in that 
paper. In the meantime, some approximate equations 
can found in Ref [23]. 



10. Conclusions 

We have used an equivalent electrical circuit model of 
the quantum Hall effect device to calculate the effects of 
parasitic impedances that are present in four-terminal- 
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pair [15,16] measurements of ac quantized Hall resis- 
tance standards. The discrete circuit components in- 
clude all of the parasitic capacitances, inductances, and 
leakage resistances of the standard except the wire-to 
wire-capacitances . 

Exact algebraic equations have been derived for the 
currents and quantum Hall voltages for single-series 
"normal", single-series "offset", double- series, and 
quadruple- series circuit connections to the device. We 
find that the single-series "offset" and quadruple-series 
connections appear to meet our desired goals of measur- 
ing both the quantized Hall resistance Rh and the longi- 
tudinal resistance Rjc in the same cool-down for both ac 
and dc currents with an absolute accuracy of 10'^ Rr or 
better. These two circuits will be further considered in 
a future paper in which the effects of wire-to-wire ca- 
pacitances are also included in the analysis. 
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